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Abstract

A specific, fast and sensitive LC–MS/MS assay was de-

veloped for the determination of cimetidine in human

plasma using nizatidine as the internal standard (IS). The

limit of quantification was 5.0 ng/ml and the method was

linear in the range of 5.0 to 5000 ng/ml. The cimetidine

and IS retention times were 1.35±0.3 and 1.40±0.03 min,

respectively. Method intra-batch precision and accuracy

ranged from 2.0 to 5.4%, and 92.1 to 103.7%, respectively.

Inter-batch precision ranged from 4.2 to 6.3%, while In-

ter-batch accuracy ranged from 97.0 to 106.6%.

The analytical method was applied to evaluate the phar-

macokinetic and relative bioavailability of two different

pharmaceutical formulations containing 400 mg of

cimetidine containing. This study evaluated 29 volunteers

in a randomized, 2-period crossover study with 14 days

washout period between doses. The geometric mean and

respective 90% CI of cimetidine test/reference percent

ratios were 95.73% (87.76 - 104.43%) for C
max, 

100.80%

(95.98 - 105.96%) for AUC
0-t

 and 100.90 (96.06 - 105.88)

for AUC
0-inf

. Based on the 90% confidence interval of the

individual ratios (test formulation/reference formulation)

for C
max

 and AUC
0-inf

, it was concluded that the test formu-

lation is bioequivalent to the reference one with respect to

the rate and extent of absorption of cimetidine. In addi-

tion, using the Kruskal-Wallis Test no statistical differ-

ences of Tmax and the Cmax were observed related to the

sex of the volunteer.
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Introduction

Cimetidine, N″-cyano-N-methyl-N ′-[2 ([(5-methyl-1H-

imidazol-4-yl) methyl] thio) ethyl] guanidine (Figure 1a), is a

histamine H2-receptor antagonist (Somogyi et al., 1983) which

inhibits the secretion of gastric acid. It is extensively used in the

treatment of peptic ulcers, in the management of reflux

oesophagitis and for the inhibition of gastric acid secretion as-

sociated with Zollinger-Ellison syndrome. Cimetidine inhibits

various hepatic enzymes responsible for drug metabolism

(Somogyi et al., 1982). Cimetidine has also been identified as a

substrate for P-glycoprotein (P-GP), an MDR-encoded mem-

brane transporter that is expressed in normal tissues including

kidney proximal tubules (Fojo et al., 1987; Karyekar et al., 2003;

Thiebaut et al., 1987). It is rapidly absorbed following oral ad-

ministration, peak plasma levels being attained after approxi-

mately two hours when taken with food, and after one hour when

taken without food. It is about 15-20% protein-bound, with a

plasma half-life of about two hours and about two thirds of the

oral dose is excreted within 24 h. Cimetidine is excreted pre-

dominantly unchanged by the kidneys (approximately 70%) and

undergoes extensive tubular secretion with renal clearance val-

ues approximately four-fold greater than creatinine clearance

Figure 1: Chemical structure of cimetidine (A) and nizatidine (B).

A)

B)
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(Berardi et al., 1988; Pedersen et al., 1980). Cimetidine does

not cross the blood-brain barrier, but does cross the placental

barrier and is excreted in milk. It is usually administered in di-

vided doses of up to 1600 mg daily.

Several investigations concerning the determination of

cimetidine in biological fluids have been reported. Due to its

highly polar nature, cimetidine is normally determined by re-

versed-phase HPLC. Several methods for the determination of

cimetidine in human plasma have been reported using HPLC

with ultraviolet (UV) detection (Abdel-Rahim et al., 1985; Chiou

et al., 1986; Hempenius et al., 1998; Kelly et al., 1995; Larsen et

al., 1979; Russel et al., 1994; Strong et al., 1987), and using

capillary electrophoresis (CE) with UV (Luksa et al., 1995; Luo

et al., 2001). Most methods utilized either solid-phase extrac-

tion or liquid-phase extraction techniques. Limitations of these

methods include the time consuming and complicated sample

preparation procedures, such as multiple steps of extraction, sol-

vent evaporation, and sample reconstitution and a protonation

step using hydrochloric acid (Abdel-Rahim et al., 1985), the re-

quirement to extract large volumes of plasma (0.5–1.0 ml) (Lin

et al., 1985; Lorenzo et al., 1981; Ziemniak et al., 1981), low or

inconsistent recovery in plasma (Kelly et al., 1995; Soldin et al.,

1979), the limit of quantitation is relatively high, and/or the dy-

namic range of the calibration curve is relatively narrow. A more

sensitive method using HPLC coupled to atmospheric pressure

chemical ionization (APCI) tandem mass spectrometer was de-

veloped by Xu et al., (1999) to quantify cimetidine in human

plasma.

The main objective of this study was to develop and validate a

fast, sensitive and robust method to quantify cimetidine in hu-

man plasma using nizatidine as the internal standard (IS). The

method was based on the use of liquid chromatography (LC)

coupled with electrospray ionization (ESI) and selected reac-

tion monitoring (SRM) mass spectrometry. The method has been

successfully used to analyze samples from a pharmacokinetics

study comparing the oral bioavailability in healthy human vol-

unteers of two 400 mg cimetidine tablet formulation.

Experimental Methods

Chemicals and materials

Cimetidine was acquired from the US Pharmacopeia (batch

11C081) and nizatidine (Figure 1b) was purchased from Sigma-

Aldrich (USA) as Chemical Reference Standards (batch

056K1398).

Acetonitrile, ethyl acetate, formic acid and ammonium hydrox-

ide were all of analytical grade and were purchased from Carlo

Erba do Brasil (Brasil). Normal and hyperlipemic human Plasma

was obtained from Hemoservice (MG, Brasil) and hemolyzed

human plasma was obtained from Institute Hermes Pardini (MG,

Brasil). All plasma samples came from distinct drug free sub-

jects (six different lots).

Chromatographic conditions

The liquid chromatography experiments were performed on

an Alliance HT, Waters 2795 system using  a Nova-Pack C18,

4µm analytical column (150 x 3.9mm i.d.) operating at 30+5oC.

Cimetidine and nizatidine were eluted isocratically with aceto-

nitrile/water mixture (65:35, v/v) with 10 mM formic acid and

15mM ammonium hydroxide. The total run time was 3 min us-

ing a controlled elution at 1000-1100 psi and a flow rate of 0.8

ml/min. The retention times were 1.35±0.3 and 1.40±0.03 min

for cimetidine and nizatidine, respectively.

Mass spectrometric conditions

The LC equipment was connected to a mass spectrometer

Quattro-Micro API system (Waters, USA) equipped with an

Electrospray ionization source using operated at positive ion

mode and multiple reactions monitoring (MRM) mode.

The tuning parameters were optimized for cimetidine and

nizatidine by infusing the standard solution of each compound

into the stainless steel sample capillary of the electrospray source.

Interface parameters were optimized as follows: source tempera-

ture 120oC, desolvation temperature 500oC, cone voltage 25V,

capillary 3.5kV and dwell time of 0.3 s for each transition. Tan-

dem mass spectrometric analysis was performed using nitrogen

as collision gas as collision energy at 15.0 eV for cimetidine

acetate and 18.0 eV for nizatidine. Based on the full scan MS/

MS spectrum of each drug, the most abundant ions were selected

and the mass spectrometer was set to monitor the transitions of

the precursors to the product ions, as follows: m/z 253.20 →
159.10 for cimetidine and m/z 332.20 → 154.85 for nizatidine

(precursor and product ion fragments). Data acquisition and

analysis were performed using the Waters MassLynx Software.

Drug standards solutions

Standard stock solutions (10 ml) of cimetidine and nizatidine

were prepared, from separate weighting, in acetonitrile/water (50/

50 v/v) at concentration of 1.0 mg/ml, transferred to polypropy-

lene screw cap FalconTM tubes from Becton Dickinson

(Mountainview, CA) and kept at -20oC. Intermediary solutions

of cimetidine acetate and nizatidine were prepared in acetoni-

trile/water (50/50 v/v), by appropriate dilution of stock solu-

tions.

All calibration curve samples (non-zero samples), except blank

plasma, were prepared by spiking different blank plasma batches

of the intermediary cimetidine acetate solutions, to yield final

plasma concentrations of 5.0; 50.0; 250.0; 100.0; 2000.0; 3000.0;

4000.0, and 5000.0 ng/ml.

Quality control(QC) samples

The QCs samples were prepared by spiking different blank

plasma aliquots with the corresponding cimetidine acetate inter-

mediary standard solution to produce a final concentration

equivalent to 0.3 (LQC), 20 (MQC), and 40 ng/ml (HQC) of

cimetidine.

Quality control samples were prepared in blank plasma using

a separate set of cimetidine work solution to obtain the final

concentrations of 5.0, 15.0, 2100.0 and 4200 ng/ml for cimetidine

(Lower Limit of Quantification-LLOQ, Low Quality control-

LQC, Medium Quality control-MQC and High Quality control-

HQC, respectively). The spiked plasma samples (standards and

quality controls) were extracted in each analytical batch along

with the unknown samples. The internal standard nizatidine was

added to the final concentration of 2500 ng/ml in all standard

curve, QC and unknown samples.

The standard calibration curves were constructed using the
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peak area ratios of cimetidine analytes and IS vs cimetidine nomi-

nal concentrations of the eight plasma standards in duplicate.

Linear regression analysis was performed to assess the linearity.

In addition, a blank (non-spiked sample) and a zero plasma

sample (only spiked with IS) were run to eliminate the presence

of interferences.

Sample extraction

The analyte was extracted from plasma samples, using a single

liquid/liquid extraction technique. For sample preparation, 200

µl aliquot of unknown plasma samples (extracted along with the

calibration standards and QCs) were transferred to polypropy-

lene tubes (Eppendorff), then 50 µl of IS (10 µg/ml) was added

each sample. After vortex mixing for 10 s, ethyl acetate was added

(1.5 ml) to all the tubes and extraction was performed by vortex

mixing for 30 s. Samples were centrifuged at 2000 g for 5 min at

4oC and frozen at -70oC for 15 min. The organic phase was trans-

ferred to another set of clean glass tubes and evaporated to dry-

ness under N2 at 40oC for 10 min. The dry residues were recon-

stituted in 200 µl of acetonitrile/water (65:35, v/v), vortex mixed

for 20 s, pipette transferred to injection vials and accommodated

in the auto-injector maintained at 5+3oC.

Method validation

Validation of the analytical method was based on the FDA

guidance: “Guidance for industry: Bioanalytical Method Vali-

dation, US Department of Health and Human Services, Food

and Drug Administration, Center for Drug Evaluation and Re-

search (CDER), Center for Biologics Evaluation and Research

(CBER), Rockville (May 2001)”.

Specificity

Presence of non-specific peaks and interference from plasma

components were evaluated in six different matrices: 4 different

sources of normal plasma as well as lipemic and hemolized. All

samples were processed by the liquid–liquid extraction proce-

dure and chromatographed to determine the extent to which en-

dogenous plasma components may contribute to the interference

at retention time of analyte and internal standard. On the day of

the study, all volunteers had a blank plasma sample collected

before drug administration. Any interference at the analyte and

IS retention time should not account for more than 20% of LLOQ

and 5% of the peak response area in the concentration used in

the method, respectively.

Linearity

Calibration curves were constructed using eight non-zero stan-

dard points covering the range of 5.0 to 5000.0 ng/ml. In addi-

tion, a blank (non-spiked sample) and a zero plasma sample (only

spiked with IS) were run to discard the presence of interferences.

Plasma samples were spiked in duplicates at concentrations of

0.1, 0.2, 1, 2, 5, 10, 30 and 50 ng/ml and the samples were ex-

tracted as described above. The standard calibration curves for

cimetidine were constructed using the analyte/IS peak–area ra-

tios versus nominal concentrations of the analytes. Linear least-

square regression analysis, with weighting factor of 1/x, was

performed to assess the linearity, as well as to generate the stan-

dard calibration equation: y = ax + b, where y is the peak–area

ratio, x the concentration, a the slope and b is the intercept of the

regression line.
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Recovery

Spiked plasma samples were assayed using five replicates at

three concentration levels (LQC, MQC and HQC) and extracted

as already described (item 2.6). The recovery (extraction effi-

cacy) was calculated by comparing the peak-area of the extracted

sample to that of the unextracted pure authentic standard solu-

tions.

Precision and accuracy

Precision and accuracy of this method were evaluated using

three different batches of LQC, MQC, and HQC of cimetidine,

also including the lowest limit of quantification, LLOQ. For in-

tra-batch assay precision and accuracy, six replicates of quality

control samples at the three concentration levels were assayed

all at once within a day to obtain %CV and accuracy values. The

inter-batch assay precision and accuracy were determined by

analyzing mean values of quality control samples from three

plasma batches, yielding the corresponding inter-batches %CV

and accuracy values. The %CV determined at each concentra-

tion level should not exceed 15%, except at the limit of quantifi-

cation.

The lower limit of quantification (LLOQ) was determined for

cimetidine based on two criteria: (a) the analyte response at LLOQ

had to be at least five times baseline noise; (b) the analyte re-

sponse at LLOQ being determined with sufficient precision and

accuracy, i.e., precision of 20% and accuracy of 80–120%. Cal-

culations were based on five replicates of three blank plasma

batches.

Stability assays

All stability assays were performed using five replicates of

plasma spiked with clozapine at low and high QCs concentra-

tions. To be considered stable, the final results should reach the

following acceptance condition: the %CV of both precision and

accuracy determined at each concentration level should not ex-

ceed 15%. The percent of degradation was defined comparing

sample concentration to the mean values obtained from fresh

prepared ones at equivalent concentration. During the valida-

tion the following stability parameters were evaluated: Post-pro-

cessing stability at room temperature for 72 h, three cycles of

freeze–thaw, short term storage stability at room temperature

for 22 h and long term storage stability at -20oC during 112 days.

Internal standard and stock solutions in methanol were pre-

pared and stored at 5±3oC. Sample aliquots of five replicates of

low and high QCs levels were evaluated after sitting for 90 days

at 5±3oC for cimedidine and 24 days for nizaditine.

Test products

A validated HPLC-MS-MS method was applied to evaluate

the comparative bioavailability of two 400 mg cimetidine tab-

lets (test cimetidine against the reference formulation).

Subjects

Twenty nine volunteers of both sexes, aged between 19 and

46 years and within 15% variation in the ideal body weight were

selected for the study. The study group consisted of individuals

with the following characteristics (mean ± SD): 31.0 ± 7.5 years,

IMC 23.8 ± 1.9 kg/m2 (range 19.6 - 26.8 Kg/m2), height between

1.5 and 1.9 m (1.7 ± 0.1 cm) and weighing between 46.0 and
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87.0 kg (66.5 ± 12.2 kg). All volunteers were free from signifi-

cant cardiac, hepatic, renal, pulmonary, neurological, gastrointes-

tinal, and hematological diseases, as assessed by general physi-

cal examination, ECG, and the following laboratory tests: blood

glucose, urea, uric acid, creatinine, aspartate aminotransferase

(AST), alanine aminotransferase (ALT), alkaline phosphatase,

L-γ-glutamyl-transferase (γ-GT), total bilirubin, albumin and total

protein, tryglicerides, total cholesterol, hemoglobin, hematocrit,

platelet count, total and differential white cell counts, feces para-

sitological examination and routine urinalysis. All subjects were

negative for HIV, HBV (except for serological scar) and HCV.

All female volunteers were negative for pregnancy test (βHCG).

The study was conducted in accordance with the provisions of

the Declaration of Helsinki (1964), Tokyo (1975), Venice (1983),

Hong Kong (1989), Somerset West (1996), Edinburgh (2000)

revisions and the Resolutions No.196/96 and 251/97 of National

Health Council – Health Ministry, Brazil. The clinical protocol

was also approved by the State University of Campinas ethic’s

committee and all participants provided written, informed con-

sent.

Study design

The study was conducted in an open, randomized, single cross-

over balanced design with 14 days washout period between doses.

During each period, the volunteers were hospitalized at 8:00 p.m.

having an evening meal at 8:30. After an overnight fast the group

1 received the medication starting at 7:00 a.m without any addi-

tional meal. All volunteers received a single 400 mg tablet orally

corresponding to the test cimetidine or reference formulation.

Water (200 ml) was given immediately after drug administra-

tion. All volunteers were required to remain fasting until four

hours after dose when a standard meal was provided after five

(lunch), eight (coffee break), twelve hours after dosing (evening

meal). No other food was permitted during the “in-house” pe-

riod. Liquid consumption was permitted ad libitum six hours

before and two hours after drug administration, but xanthine-

containing drinks including tea, coffee, and cola were prohib-

ited. Food was also xanthine-free. Smoking was prohibited dur-

ing the “in-house” period. All subjects were requested to stay in

the clinic for a 24h period after drug administration.

For the cimetidine quantification blood samples (7.5 ml) from

a suitable antecubital vein were collected by indwelling catheter

into heparin containing tubes before and 0:10h, 0:20h 0:30h,

0:45h, 1h, 1:15h 1:30h, 1:45h, 2h, 2:20h, 2:40h, 3h, 3:30h, 4h,

5h, 6h, 8h, 10h, 14h and 24h after administration. All blood

samples were centrifuged at approximately 2000 x g for 10 min

at 4oC and the plasma stored at -20°C until assayed for cimetidine

content.

Pharmacokinetic analysis

Bioequivalence between the two formulations was calculated

for both oral suspension study and tablet formulation study by

calculating individual test/reference ratios for the peak of con-

centration (C
max

), area under curve (AUC) of plasma concentra-

tion until the last concentration observed (AUC
0-t

), and the area

under curve between the first sample (pre-dosage) and infinite

Figure 2: MRM chromatograms of human plasma samples spiked with cimetidine or IS (nizatidine). Left panels show the monitoring channel for CYP acetate and

right panels shows the monitoring channel for IS. (A) blank plasma samples; (B) plasma samples spiked with cimetidine at LLOQ concentration (5 ng/ml) and IS.

Citation: Moreno RA, CostaI O, Brum Junior L, Sverdloff CE, Domingues CC, et al. (2009) Cimetidine Quantification in Human

Plasma by High-performance Liquid Chromatography Coupled to Electrospray Ionization Tandem Mass Spectrometry. Application to

a Comparative Pharmacokinetics Study. J Bioanal Biomed 1: 005-013. doi:10.4172/1948-593X.1000002

A)

B)

100

MRM of 2 Channels ES+
332.2 > 154.85

MRM of 2 Channels ES+
253.2 > 159.1

Time

Time

2.81
2.312.07

1.42

1.39

1.33

1.180.840.65
0.310.07

0
0.20       0.40      0.60      0.80       1.00      1.20      1.40       1.60      1.80      2.00      2.20      2.40      2.60      2.80      3.00

0.20       0.40      0.60      0.80       1.00      1.20      1.40       1.60      1.80      2.00      2.20      2.40      2.60      2.80      3.00

0.20       0.40      0.60      0.80       1.00      1.20      1.40       1.60      1.80      2.00      2.20      2.40      2.60      2.80      3.00

0.20       0.40      0.60      0.80       1.00      1.20      1.40       1.60      1.80      2.00      2.20      2.40      2.60      2.80      3.00

%

100

0

%

100

0

%

100

0

%

MRM of 2 Channels ES+
332.2 > 154.85

MRM of 2 Channels ES+
253.2 > 159.1



J Bioanal Biomed                                                                                                                Volume 1(1) : 005-013 (2009) - 09

 ISSN:1948-593X JBABM, an open access journal

(AUC
inf

). The C
max

 and the time taken to achieve this concentra-

tion (T
max

) were obtained directly from the curves. The first-or-

der terminal elimination rate constant (ke) was estimated by lin-

ear regression from the points describing the elimination phase

in a log-linear plot. Half-life (t
½
) was derived from this rate con-

stant (t
½ 

= ln(2)/ke). The areas under the cimetidine plasma

concentration vs. time curves from 0-to the last detectable con-

centration (AUC
0-t

) were calculated by applying the linear trap-

ezoid rule. Extrapolation of these areas to infinity (AUC
inf

) was

done by adding the value C
last

/ke to the calculated AUC
0-t

 (where

C
last

 = the last detectable concentration). The AUC and C
max 

data

for the two formulations were analyzed by ANOVA to establish

whether the 90% CI of the ratios was within the 80 - 125% inter-

val indicating bioequivalence as proposed by the US Food and

Drug Administration. Parametric analyses of ln-transformed arith-

metic means between test and reference formulations were also

performed. The non-parametric Kruskal-Wallis test was used to

evaluate the influence of sex distribution on the pharmacokinet-

ics parameters, mainly the T
max

 and C
max

. The software used in-

cluded R2.2, Microsoft Excel 97, Tinn-R 1.1, Win-Edit 2.0, Sci-

entific Work Place 5.0 and Equivtest 2.0.

Results

Validation results

All sample analysis were carried out in a GLP-compliant man-

ner and therefore the LC–MS/MS methods need to be carried

out according to the current Brazilian Regulatory Agency

(ANVISA), yet in accordance to US Food and Drug Adminis-

tration Bioanalytical method validation guidance.

Journal of Bioanalysis & Biomedicine  - Open Access
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Assessment of linearity and specificity

Linearity was tested for the range of concentrations 5.0 –

5000.0 ng/ml, showing good linear response to the method. Cor-

relation coefficient ranged from 0.996962 to 0.997839. The chro-

matograms obtained from LLOQ and extracted blank plasma

samples are depicted in Figure 2. The cimetidine and IS reten-

tion times were 1.35+0.3 and 1.40+0.3 min, respectively. Speci-

ficity of the response for the interfering peaks at the same reten-

tion time of the drug were less than 20% of the LLOQ response,

when analyzing the blank normal plasma, and the two other

batches of hemolysed and hyperlipidemic plasma (Figure 3). The

response for the interfering peaks at the retention time of the

internal standard was also less than 20%, considering the re-

sponse in the concentration used. Furthermore, blank plasma

samples from all volunteers were run before unknown sample

quantification, showing a clear chromatogram. The main reason

was the clean liquid–liquid extraction besides the high selectiv-

ity of the MRM mode on LC–MS–MS spectrometer. Therefore,

the high selectivity of the method was confirmed by both drug

and IS, as no endogenous peaks were seen at analytical condi-

tions previously described.

Recovery of cimetidine

Absolute recoveries for both cimetidine and IS were evalu-

ated, according to Section 2.7.3. Results of sample extraction

procedure showed an overall mean value of 78.8% (% CV 3.9).

At different QCs levels (Low, Medium and High) it was as fol-

lows: 75.3 (% CV 3.9), 81.2 (% CV 5.3), and 79.9% (% CV

4.4), respectively. The IS recovery was 52.9% (% CV 10.6),

Figure 3: Specificity of the response for the interfering peaks at the retention time for cimetidine and nizatidine. MRM Chromatograms of blank plasma samples

at both cimetidine and nizatidine channels: (A) hyperlipemic and (B) hemolyzed plasma sample.
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showing a very efficient and selective extraction procedure.

Accuracy and precision measurement

Intra-batch precision and accuracy of the assay was measured

for Cimetidine and IS at each QC level (15.3, 2100.0 and 4200.0

ng/ml). Method intra-batch precision and accuracy (% CV)

ranged from 2.0 to 2.7%, and 92.1 to 103.7%, respectively.

Method inter-batch precision (% CV) and accuracy ranged from

4.2 to 6.2%, and 97.0 to 106.6%, respectively, as presented in

Table 1.

These results were within the acceptance criteria for precision

and accuracy, i.e., deviation values were within +15% of the

authentic values, except for LLOQ, which could show a +20%

deviation. For sensitivity determination, the lower limit of quan-

tification (LLOQ) for cimetidine was found to be 5.0 ng/ml. The

intra-batch precision and accuracy (% CV) were 5.42 and 99.3,

respectively, while the inter-batch precision and accuracy (% CV)

were 6.3 and 104.1%, respectively.

Stock solution stability

Following ninety days of cimetidine storage in acetonitrile/

water (50/50 v/v), differences in analysis of stored and fresh

stock solutions were -1.9% (%CV of 1.7% for initial and 3.2%

for final concentration) for low QC, and 6.2% (%CV of 1.9%

for initial and 2.5% for final concentration) for high QC samples.

IS samples were analyzed after twenty four days and showed a

variation of 0.4% (%CV of 1.2% for initial and 2.2% for final

concentration). All of them were within analytical method ac-

ceptance criteria, i.e., not higher than 15% of fresh solutions.

Short term stability

Twenty two hours cimetidine stability in plasma was assessed

as describe in methods. After extraction procedure and kept for

22 h at room temperature, differences in analysis of stored and

fresh stock solutions were -1.4% (%CV of 4.7% for initial and

3.6% for final concentration) for low QC, and -15.0% (%CV of

2.0% for initial and 2.7% for final concentration) for high QC

samples. Therefore, the difference between fresh and stored

samples was within allowed variability range.

Post-processing stability

After thaw, extraction and 72 h sitting in the autosampler, sta-

bility assessment of samples showed a reliable stability behav-

ior under such conditions. After analysis of both fresh and stored

samples, differences in analysis 2.3% (%CV of 2.6% for initial

and 2.6% for final concentration) for low QC, and 3.3% (%CV

of 3.0% for initial and 1.9% for final concentration) for high QC

samples.

Freeze/thaw conditions

Data representing cimetidine concentration at the end of the

third thaw cycle are summarized in Table 2. It shows that both

analyte and IS analysis are stable at such experimental condi-

tions.

Long term storage stability

Data representing cimetidine concentration at the end of the

long term storage stability are summarized in Table 3. It shows

that analyte analysis is stable after 112 days at -20oC.

 
Intra-run  

accuracya 

Inter-run 

 accuracyb 

Intra-run  

precisionc (%CV) 

Inter-run  

precisionb (%CV) 

QC samples 

LLOQ 99.3 104.1 5.4 6.3 

LQC 103.7 106.6 2.7 4.2 

MQC 102.1 103.4 2.6 6.2 

HQC 92.1 97.0 2.0 5,5 

 a(n=6), expressed as (found concentration / nominal concentration) x 100
bValues obtained from all replicates (n=18)
cn=6

Table 1: Accuracy and precision data for cimetidine quantification in human plasma. Results were obtained during the validation of QC samples, including the

LLOQ, in human plasma.

 Initial mean 

conc.(ng/ml) 

%CV Final mean 

conc.    

(ng/ml) 

%CV Variation(%) 

LQC (15.0 ng/ml) 16.2 2.6 16.0 8.0 -1.0 

MQC (2100.0 g/ml) 2282.0 2.5 2357.0 1.6 3.3 

HQC (4200.0 ng/ml) 4380.2 3.0 4213.2 2.7 5.3 

 
Table 2: Freeze and thaw stability test.

 Initial mean conc. (ng/ml) %CV 
Final mean conc. 

(ng/ml) 
% CV Variation  (%) 

LQC (15.0 ng/ml) 15.0 4.1 15.7 3.4 4.6 

MQC (2100.0 ng/ml) 2242.8 1.9 2273.7 2.9 1.4 

HQC (4200.0 ng/ml) 4126.3 3.9 4462.5 3.0 8.1 

 Table 3: Long-term storage stability of cimetidine in human plasma at low and high QC samples.
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Application of the method

Cimetidine was well tolerated at the administered doses and

no significant adverse reactions were observed or reported. No

clinically relevant change was observed in any measured bio-

chemical parameter. A total of 29 volunteers finished the study.

The mean cimetidine plasma concentration vs time curves ob-

tained after a single oral dose of each formulation are shown in

Figure 4. The plasma concentration of cimetidine did not differ

significantly after administration of both formulations (test and

the reference one).

Table 4 shows the values of the pharmacokinetic parameters

and Table 5 summarizes the bioequivalence analysis for

cimetidine formulations. Briefly, the geometric mean and respec-

Journal of Bioanalysis & Biomedicine  - Open Access
www.omicsonline.org                    JBABM/Vol.1 Issue 1

tive 90% CI of cimetidine test/reference percent ratios were

95.73% (87.76 - 104.43%) for C
max

 and 100.80% (95.98 -

105.96%) for AUC
0-t

.

The non-parametric analysis of T
max

 and the C
max

 differences

between the male e female groups was evaluated using the

Kruskal-Wallis Test. The p values for 90% CI were 0.14 and

0.93 for T
max

 and C
max

, respectively, indicating that there are no

significant differences between the male and the female group.

The table 6 shows the results for T
max

, C
max

 and AUC
inf

 for both

groups.

Discussion

In this study we used the highly specific and sensitive HPLC

Figure 4: Cimetidine plasma mean concentration versus time profiles obtained after the single oral administration of 400 mg of cimetidine test or reference

formulations.

Cimetidine 2.0 mg Reference  

Mean SD Mean SD 

Cmax (ng/ml) 2814.5 738.2 2946.3 2698.3 

Tmax (h) 1.6 0.7 1.8 1.0 

T1/2 (h) 3.3 0.6 3.3 0.6 

AUC0-t ([ng x h]/ml) 10393.3 2524.3 10327.9 2330.1 

AUCinf ([ng x h]/ml) 10464.6 2533.1 10395.0 2334.7 

 Table 4: Arithmetic mean (or median) pharmacokinetic parameters of cimetidine for test and reference preparations in 29 human volunteers after administration of

each 400 mg cimetidine tablet formulation.

Cimetidine/Reference Parametric (n=29) 

 Geometric mean (%) 90% CI Power (%) CV (%) 

AUC0-t %  ratio 100.80 95.98 − 105.96 99 11.03 

AUCinf  %  ratio 100.90 96.06 − 105.88 99 10.85 

Cmax %  ratio 95.73 87.76 − 104.43 99 19.51 

 Table 5: Geometric means of individual pharmacokinetics parameters AUClast, AUC0–inf and Cmax ratios (test/reference formulation) and the respective 90%

confidence intervals (CIs).

 Male (n=13)  Female (n=16) 

 Test SD Ref. SD  Test SD Ref. SD 

Tmax 1.5 0.6 2.0 1.0  1.7 0.8 1.7 1.2 

Cmax 2616.1 628.9 2746.1 808.7  2975.7 799.4 3109.0 818.6 

AUCinf 9295.5 1261.0 9766.8 1657.3  11285.3 2954.5 10783.8 2728.3 

AUCinf/Cmax 3.6 0.7 3.6 1.3  3.8 0.8 3.5 0.9 

 Table 6: Comparison of the pharmacokinetics parameters between the male e female groups after administration of test or reference 400 mg cimetidine tablet

formulation.
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coupled to the electrospray ionization tandem mass spectromet-

ric technique (LC-MS–MS), allowing a rapid chromatographic

separation followed by a sensitive identification and quantifica-

tion of cimetidine in human plasma.

The detection parameters in the MS system for the ESI inter-

face were optimized preliminarily by evaluating the signal in-

tensities and fragmentations in a series of continuous-infusion

experiments. The SRM technique was also able to effectively

eliminate background chemical interference arising from the

complex plasma matrix. After defining the best conditions, we

investigated the analytical characteristics of the developed

method, including their reproducibility and limit of quantifica-

tion, to evaluate its efficiency and the possibility of applying it

to the analysis of samples originated from pharmacokinetics stud-

ies. This quantification method showed excellent linearity, pre-

cision and accuracy with a very broad dynamic range of 5 to

5,000 ng/ml. All the validation parameters were in accordance

to Food and Drug Administration (FDA) and the National Sani-

tary Surveillance Agency (ANVISA) requirements for pharma-

cokinetic studies, including the recovery, accuracy, precision and

stability of cimetidine molecule during the quantification pro-

cess. Xu et al., (1999) described a LC-MS-MS method using

atmospheric pressure chemical ionization (APCI) describing the

same 5 ng/ml limit of quantification, but the chromatography

run was longer than our method. In addition, the sample prepa-

ration method described here is a very simple and fast liquid–

liquid extraction, providing a clean and reproducible extracted

sample in accordance with the need for high throughput analy-

sis. Additionally, a LC-MS based method was developed for the

determination of cimetidine in cat plasma with a limit of quanti-

fication of 10 ng/ml, twice higher than our method (Heeb et al.,

2005).

The LC–MS–MS method as the described in this work has

demonstrated several advantages over the previous existing

HPLC/UV and CE/UV techniques. In this case, our method is at

least 10 times more sensitive. The best methods described in the

literature showed a limit of quantification in the range of 50 ng/

ml (Kelly et al., 1995; Zendelovska et al., 2003) to 100 ng/ml

(Hempenius et al., 1998; Iqbal et al., 2004; Jantratid et al., 2007).

In addition, all those methods used much longer chromatographic

run times, ranging from 8 to 15 min. The chromatographic run is

critical in a pharmacokinetic study where hundreds or even thou-

sands of samples need to be analyzed in a short period of time.

Since our method is suitable for supporting environmental re-

sponsiveness and, altogether, very appropriate for quantitative

high-throughput analysis and therapeutic drug monitoring, it has

been successfully used to analyze samples from a comparative

pharmacokinetic study following oral administration of 400 mg

of cimetidine in human volunteers of both the market leader and

a generic equivalent cimetidine formulation. The pharmacoki-

netic parameters obtained are in good agreement with a previ-

ous report (Jantratid et al., 2007; Kelly et al., 1995; Luo et al.,

2001; Somogyi et al., 1983) and demonstrated that both formu-

lations were bioequivalent. No statistical differences of T
max

 and

the C
max

 were observed related to the sex of the volunteer.

Conclusion

An LC–MS–MS method for the quantification of the cimetidine
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in human plasma was developed and validated using electrospray

ionization mode. This method offers a simple sample extraction

and only LLE is needed without any further clean-up procedures

for a fast run time and performance advantages over those pre-

viously reported.

The assay performance results indicate that the method is pre-

cise and accurate enough for the routine determination of the

cimetidine in human plasma and agrees with the requirements

for pharmacokinetic assays such as bioequivalence studies. Since

the 90% CI for Cmax and AUC ratios were all inside the 80–

125% interval proposed by the US Food and Drug Administra-

tion, it was concluded that the cimetidine test formulation is

bioequivalent to the reference formulation with respect to both

the rate and the extent of absorption.
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