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Introduction
Ipsilateral pneumothorax and pericardial effusion are recognised 

complications of cardiac device (pacemaker/ICD) implantation. 
Contra-lateral pneumothoraces as well as pneumopericardium are rare 
complications. We report a case of contra-lateral haemopneumothorax 
and pneumopericardium following dual chamber Implantable 
Cardioverter Defibrillator (ICD) insertion using the cephalic vein.

Case Presentation
An 82 year old man with ischaemic heart disease andseverely 

impaired left ventricular systolic function presented with shortness 
of breath. A 12 lead ECG documented ventricular tachycardia which 
spontaneously terminated. He subsequently underwent implantation 
of a dual chamber ICD. The pacing leads were inserted via the left 
cephalic vein. A right ventricular screw-in lead (Durata 7120Q, St Jude) 
placed into the right ventricular apex and a screw-in right atrial lead 
(Optisense Optim 1999TC, St Jude) was inserted into the right atrial 
appendage. These leads were connected to an ICD generator (Ellipse 
DR CD2277-36Q, St Jude) which was then placed in the left pre-
pectoral pocket. The next day pacemaker checks revealed normal pacing 
parameters but the chest X-ray showed a right haemopneumothorax on 
the posterior-anterior film and on the lateral film there was evidence of 
pneumopericardium (Figure 1). Transthoracic echocardiogram revealed 
no pericardial effusion. The patient described some breathlessness. The 
haemopneumothorax was treated with a chest drain and the patient 
made an excellent recovery. All pacing parameters remained stable and 
the atrial lead was not repositioned. Figure 2 shows a follow-up CxR at 
one month.

Discussion
Pneumothorax and pericardial effusion are recognised 

complications of cardiac device implantation [1]. Rarely, a contra-lateral 

pneumothorax can occur by way of right atrial screw-in lead perforation 
(contralateral to the venous access site) [2]. This can happen due to either 
macro or micro perforation of the atrial wall causing bullae to rupture 
with subsequent development of pneumothorax. If there is a connection 
between the lung and the pericardial space as result of the perforation, 
air can enter the pericardial space and cause a pneumopericardium 
as was the case here. At the same time too, it is possible for the helix 
and the lead tip to have plugged the small defect caused by perforation 
and therefore preventing a pericardial effusion as we did not observe 
any pericardial effusion on transthoracic echocardiogram [3]. Atrial 
screw-in leads have a 2.4% acute lead complication rate which includes 
perforation, lead displacement and pericarditis [4]. Only one isolated 
pneumopericardium and contralateral pneumothorax following 
subclavian vein puncture has previously been reported [5]. Long-term 
sequelae are unknown, certainly in our patient after 1 year, pacing 
parameters has remained stable and clinically the patient remains well.

Abstract
We present a case of contra-lateral haemopneumothorax and pneumopericardium following a dual chamber ICD 

implantation using the cephalic vein. The explanation lies in the use of an active fixation atrial (screw-in) lead and 
not the route of venous access. One should inspect for pneumopericardium when a pneumothorax is present on the 
CXR and look for right sided pneumothorax even when the cephalic vein was used for access.

Figure 1: PA and Lateral CxR showing contralateral pnuemothorax and 
haemothorax, as well as pneumopericardium (best seen on the lateral film).

Figure 2: PA CxR at one month post initial procedure.

Journal of Clinical Case ReportsJo
ur

na
l o

f C
linical Case Reports

ISSN: 2165-7920

http://dx.doi.org/10.4172/2165-7920.1000313


Citation: Phan TT, Khan S, Linker NJ, Turley A (2013) Contra-lateral Haemopneumothorax and Pneumopericardium Following Dual Chamber ICD 
Implantation via the Cephalic Vein. J Clin Case Rep 3: 313. doi:10.4172/2165-7920.1000313

Page 2 of 2

Volume 3 • Issue 11 • 1000313J Clin Case Rep
ISSN: 2165-7920 JCCR, an open access journal

Learning Points
Firstly, contralateral pneumothorax and/or haemopneumthorax 

can occur with the cephalic vein approach to pacing secondary to atrial 
screw-in lead perforation.

Secondly, careful inspection of the chest x-ray for 
pneumopericardium should be done when there is a pneumothorax 
present and look for right sided pneumothorax even when the cephalic 
vein is used for access.

References

1. Aggarwal RK, Connelly DT, Ray SG, Ball J, Charles RG (1995) Early

complications of permanent pacemaker implantation: no difference between 
dual and single chamber systems. Br Heart J 73: 571-575.

2. Ho WJ, Kuo CT, Lin KH (1999) Right pneumothorax resulting from an
endocardial screw-in atrial lead. Chest 116: 1133-1134.

3. Divakara Menon SM, Sumner GL, Ribas CS, Healey JS, Nair GM, et al. (2011) 
Contralateral Pneumothorax in Left Sided CRT Device Implantation. Indian
Pacing Electrophysiol J 11: 16-19.

4. Glikson M, Feldt LK, Suman VJ, Hayes DL (2006) Clinical surveillance of an
active fixation, bipolar, polyurethane insulated pacing lead, part I: the atrial 
lead. Pacing and Clinical Electrophysiology 17: 1399-1404. 

5. Srivathsan K, Byrne RA, Appleton CP, Scott LR (2003) Pneumopericardium and 
pneumothorax contralateral to venous access site after permanent pacemaker 
implantation. Europace 5: 361-363.

http://www.ncbi.nlm.nih.gov/pubmed/7626359
http://www.ncbi.nlm.nih.gov/pubmed/7626359
http://www.ncbi.nlm.nih.gov/pubmed/10531188
http://www.ncbi.nlm.nih.gov/pubmed/21468274
http://www.ncbi.nlm.nih.gov/pubmed/14753631

	Title
	Corresponding author
	Abstract
	Introduction
	Case Presentation
	Discussion
	Learning Points
	Figure 1
	Figure 2
	References

