Neurally Adjusted Ventilatory Assist in the Newborn

Fermin García-Muñoz Rodrigo and Sonia Rivero Rodríguez
Complejo Hospitalario Universitario Insular Materno-Infantil de Las Palmas de Gran Canaria, Spain

Abstract

Invasive and noninvasive ventilation of the newborn may be associated with local and systemic complications due to mechanical trauma to lungs tissues and their inflammatory response. A key objective, therefore, of any type of mechanical ventilation is to reduce its duration and the side effects related to it. Neurally Adjusted Ventilatory Assist (NAVA), a method that uses the Electrical Activity of the diaphragm (EAdi) as a signal to trigger the mechanical ventilatory breaths, may improve synchronization between patient and ventilator and optimize the volume of gas delivered to the lungs, according to the patient needs, eventually reducing volu- and biotrauma. The EAdi signal may also be used as vital sign to monitor the patient’s neural respiratory drive. Preliminary data show some benefit with the use of NAVA in the neonatal period, but further studies are needed to assess whether these short-term benefits are reflected in better outcomes in the long run.

Keywords: Electrical activity of the diaphragm; Neural trigger; Neurally adjusted ventilatory assist; Non-Invasive ventilation; Synchrony; Asynchrony; Patient-ventilator interaction

Catheter Positioning and EAdi Measurement

A nasogastric feeding tube, embedded with electrodes, is inserted through the nose or mouth, and the electrodes are placed at the level of the crural diaphragm. It is important to select the appropriate EAdi catheter according to the patient weight or height. After accurately measuring the nose-ear-xiphoid distance, the catheter length to be introduced can be calculated with the aid of a formula provided by the manufacturer. Further adjustments should be accomplished with the aid of the catheter-positioning screen (Figure 1), a tool provided by the Servo-i or Servo-n ventilators (Maquet, Solna, Sweden). In this screen the system displays four retrocardiac electrocardiographic leads. When the catheter is appropriately situated, the uppermost lead displays the largest p-waves and QRS complexes, and these gradually decrease in size until they near disappear in the lower lead. In the inferior part of the screen the EAdi signal is displayed. When the catheter is correctly placed, the middle two traces change to blue or purple in the Servo-i or Servo-n, respectively, coinciding with the EAdi signal. The new Servo-n also displays in this screen a representation of the EAdi catheter with its nine electrodes, the five most central of which are also highlighted in purple when the catheter is correctly placed. If the third and fourth traces are highlighted, the catheter should be introduced a little bit more. On the contrary, if the first and second traces are highlighted, the catheter should be removed until after the second and third traces are displayed in blue/purple during the EAdi signal (Figure 1). Although small changes in the catheter position without loss of the signal integrity are tolerable, a common concern among clinicians when using this ventilatory mode is the possible displacement of the catheter with the consequent loss of the EAdi signal. It is important to check frequently its location, and to reposition it whenever necessary. Oral or catheter feedings do not interfere with signal acquisition or with its transmission, but there are some reasons for failure to detect the EAdi. The most common are central apnea, brain damage, sedation, hyperventilation, congenital diaphragmatic hernia, and phrenic nerve injury [9].

Introduction

Respiratory support with mechanical ventilation of preterm infants with Respiratory Distress Syndrome (RDS) has been a fundamental tool in the progressive increase in the survival of patients since its introduction and generalization in the late 60’s [1]. However, it soon became clear that their use could also lead to significant lung damage [2]. Other interventions were incorporated subsequently contributing significantly to improve the prognosis of these children: antenatal steroids [3], exogenous surfactant [4], caffeine [5], etc. The use of Non-Invasive Ventilation (NIV) is currently recommended, whenever possible, and in cases where intubation is required, the total time of mechanical ventilation should be as short as possible [6]. Furthermore, synchronized and volume guarantee modalities are preferable because they have proved to shorten the duration of invasive ventilation and reduce the episodes of hyperventilation [7,8]. Neurally Adjusted Ventilatory Assist (NAVA) is a relatively new modality of mechanical ventilation in which the ventilator is cycled by changes in the Electrical Activity of the diaphragm (EAdi), in both invasive and non-invasive modalities. Potentially, this mode of mechanical ventilation could achieve a better interaction between patient and machine and a higher level of comfort. At present there is little experience in the use of this ventilatory modality in the neonate.

Keywords: Electrical activity of the diaphragm; Neural trigger; Neurally adjusted ventilatory assist; Non-Invasive ventilation; Synchrony; Asynchrony; Patient-ventilator interaction

Abbreviations

EAdi: Electrical Activity of the diaphragm; NAVA: Neurally Adjusted Ventilatory Assist; NIV: Non-Invasive ventilation; VT: Tidal Volume; μV: micro-volt
Most current neonatal ventilators use flow changes measured by a sensor in the proximal patient's airway (Y-piece) to trigger mechanical ventilation with a pre-set tidal volume, inspiratory pressure, and/or inspiratory time. The lungs insufflations may or may not be synchronized with the patient’s efforts, and they can be generated even without these (auto-cycling), out of phase (neural inspiratory time different than the mechanical inspiratory time), or totally lost (the machine do not respond to the patient’s efforts) [13,14]. In addition, most commonly used devices for NIV usually do not have the capability to synchronize the machine with the patient’s respirations. In general, the currently used technology imposes some kind of restriction on the patient’s respiratory system (trigger variable, form of gas delivery, cycling termination criteria, etc.). As a result, the time spent on the ventilator is prolonged, and the risks of ventilator induced lung injury (VILI) [15] and ventilator-induced diaphragmatic dysfunction (VIDD) in form of muscle atrophy, oxidative stress and ultrastructural damage, increases [16,17]. In the newborn infant, the risks of developing bronchopulmonary dysplasia, and other local and systemic complications have been described, including derangements in the neurodevelopment [18]. Therefore, weaning and extubation should be undertaken as soon as possible. However, the establishment of reliable and safe criteria to avoid the risk of extubation failure is far from being achieved [19].

In the newborn infant it is especially difficult to achieve good patient-ventilator synchronization due to its breathing characteristics: rapid respiratory rates, small tidal volumes, periodic breathing, short inspiratory times, etc. [20]. Under these circumstances, NAVA is a promising technology because, in addition to triggering the onset of breathing, the patient controls the tidal volume, the inspiratory "plateau", and the end of the respiratory cycle, with a faster response time from the machine and a better level of synchronization than the traditional flow or pressure systems, achieving a higher level of comfort in the patient [21]. Actually, some studies have demonstrated an improved patient-ventilator interaction with NAVA in the neonatal period [22], even in the presence of large air leaks [23]. Most studies have found no significant adverse events with the use of NAVA in the neonatal period [24]. The loss of the signal and the presence of periodic breathing or apnea in the neonate may limit the effectiveness of this method. However, the ventilator automatically changes to pressure support (PS) if the patient is breathing but the EAdi signal is not recognized, or to pressure control (PC) with pre-selected parameters, in cases of apnea. On the other hand, the current ability to monitor the Edi activity and to assess the neuro-ventilatory efficiency during a trial of spontaneous breathing on CPAP, i.e., the tidal volume generated by each μV of EAdi (Vr / EAdi), could be a useful tool to consider weaning initiation and to decide when a patient is ready for extubation [25].

Recently, we reported a preliminary experience with two preterm babies with severe RDS that could be successfully weaned and extubated with the help of this ventilatory modality [26], and we have used NAVA frequently thereafter in preterm and full-term infants with good results (Figures 2 and 3). Our most frequent observation, in accordance we previous work, was a reduction in the Peak Inspiratory Pressure (PIP) and in the need of FiO2, after changing from S-IMV, A/C or Pressure Regulated Volume Control (PRVC) to NAVA. We also observed a reduction in respiratory rate and an increase in the patients’ comfort. After extubation, during NIV-NAVA, the patients remained stable and comfortable, even with the presence of air-leaks up to 90%. There was no need of re-intubation in any case, although they had needed several re-intubations previously when assisted with non-

Practical Considerations and Experience in the Neonatal Period

The EAdi module allows the detection of the onset, intensity, duration and frequency of the diaphragmatic electrical activity (neural inspiratory effort), transmitting the signal to the ventilator where it is transformed into pressure proportional to its intensity and duration. Therefore, the patient determines the initiation of the insufflation, the tidal volume and the respiratory rate. He can also take deeper breaths (sighs) periodically, which may amount to lung recruitment maneuvers, with the intensity and frequency that the patient’s own nervous system regulates. The minimum EAdi reflects the tonic activity of the diaphragm at rest [19]. The EAdi waveform is a useful tool for patient-ventilator monitoring [11], and correlates with the trans-diaphragmatic pressure and with the patient’s respiratory efforts. The clinician, through adjustments in the NAVA level, determines the proportion in which the machine "download" the patient's respiratory muscles, and gradually reduces this help as the patient clinical condition improves.

Severe asynchrony during ventilation has been described frequently in the adult and pediatric populations, and it results in the need to increase the Mean Airway Pressure (MAP) or the inspired fraction of oxygen (FiO2), and/or in the need of sedation or muscle relaxation. Eventually, this could result in an increased time of mechanical ventilation, shorter ventilation free survival, longer length of stay, and lower likelihood of patients’ home discharge [12]. Although less commonly reported, asynchronies are also frequent in the neonatal period and they may have direct adverse effect in the lung, and also in other organs due to the fluctuations in the blood and intracranial pressure, or to the production of inflammatory mediators.
synchronized devices. The lack of synchrony between diaphragmatic contraction and the opening of the upper airway may be the cause of obstructive apneas and desaturations during non-synchronized NIV. The active glottal closure in response to a progressive increase in nasal Intermittent Positive Pressure Ventilation (nIPPV) has been demonstrated in an animal model [27], and it originates from bronchopulmonary receptors rather than from upper airway receptors [28]. A better neurally mediated co-ordination between the diaphragmatic stimulation and contraction and the upper airway reflexes of closure and relaxation [9] could be the reason for the greater comfort, less air swallowing and less apnea spells in patients assisted with NIV-NAVA. A comprehensive review and summary of results of the use of NAVA in the neonatal period has been recently reported by Stein et al. [29].

**Figure 2:** Types of asynchronies in a 4,000 g female newborn, ventilated because of meconium aspiration syndrome (MAS) with S-IMV (pressure-controlled) plus pressure support (PS). The first row shows the delivered inspiratory pressure, in yellow, superimposed to the pressure estimate, in gray, representing the estimated pressure if the patient was ventilating in neurally adjusted ventilatory assist (NAVA). This pressure estimated is calculated by the ventilator taking into account the EAdi signal and the selected NAVA level. The second line shows the flow; the third the delivered volume, and the fourth the electrical activity of the diaphragm (EAdi). 1) Trigger delay. 2) Auto-triggering: flow-triggered pressure support without respiratory drive. 3) Trigger delay, pressure under-support, and early termination asynchrony. The total respiratory rate at this moment was 64 bpm; and the spontaneous VT and MAP varied widely.

**Conclusion**

In conclusion, during invasive and non-invasive NAVA the nervous system regulates the patient’s breathing pattern according to his own needs, based on physiological reflexes. This allows a better lung recruitment and avoids dynamic over-inflation and potential biotrauma. The better patient-ventilator interaction results in greater patient comfort, with reduction of diaphragmatic fatigability and a shortening of the total time of invasive mechanical ventilation. In NIV-NAVA, the better synchronization and patient comfort could significantly diminish the rate of extubation failure. However, experience is limited in the neonatal period and further studies are needed to assess whether these initial benefits translate into a real reduction in morbidity and mortality in this patient group.

**Figure 3:** The same patient as in Figure 2, after changing to NAVA. A better patient-ventilator interaction was achieved with perfect synchronization between initiation, intensity of breathing, and cycling-off. The spontaneous VT in this moment was around 5-6ml per kilogram; the respiratory rate 45 bpm, and the MAP 7 cm H2O.

**References**