The Use Ultrasound Guided for Refilling Intrathecal Baclofene Pump in Complicated Clinical Cases: A Practical Approach

Caruso P*, Mazzon G, Sarra VM and Manganotti P
Neurological Department, University of Trieste, Cattinara Hospital ASUITS, Strada di Fiume 447, Trieste, Italy

Abstract
Muscular spasticity due to neurological disorders is a heavy cause of severe pain and disability for many patients, compromising the independence and quality life. Baclofen is a good tool to guarantee patients independence and pain control. Anyway in chronic therapy oral treatment becomes unsatisfactory. In all these cases, intrathecal baclofen therapy (ITB), after sub fascial implantation of intrathecal pumps is used as an important long term treatment to reduce spasticity.

After pump implantation the drug reservoir must be refilled periodically in order to maintain the reduction of spasticity and avoid the symptoms and signs of withdrawal. ITB refilling, which involves the insertion of a needle through the skin until the access port of the pump, is often hard, mainly due to the layer of abdominal fat, spasticity, suboptimal pump positioning, pump rotation or inversion, and scar formation over the implantation site. To avoid the difficulties of ITB refilling radiography or other invasive supportive examinations are sometimes needed.

We reported here our experience and we suggest a simple method to use the ultrasound in refilling with particular attention to some cases with complications after implantation with a difficult approach in refilling. We used the ultrasound examination to identify the access port of her pump so as to avoid multiple needle punctures and infections and radiation exposition. Ultrasound-guided technique may facilitate ITB refill in technically challenging cases.

With ultrasound ITB was easily detectable and was quite simple to identify the exact point of needle injection. In the last years different new applications for ultrasounds are emerging. In our opinion the use of Doppler ultrasounds in the study of muscles and nerves represent an emerging tool for the physician’s neurological rehabilitation.

Keywords: Muscular spasticity pain and disability; Baclofen; Intrathecal baclofen therapy; Pum refill; Ultrasounds

Introduction
Muscular spasticity due to neurological disorders usually leads to severe pain and disability compromising the independence and quality life. Intrathecal Baclofen administration (ITB) has been largely described as an important therapy of spasticity in those chronic patients in whom oral and focal therapy became unsatisfactory [1-3].

Baclofen is a gamma-aminobutyric acid (GABA)-B agonist acting on both presynaptic sites and postsynaptic sites. Baclofen inhibits sensory input to the motor neurons of the spinal cord. As previous reported, it is used to treat muscle spasms, spasticity and neuropathic pain. FDA approved Baclofen for spasticity to be used intrathecally [4].

In chronic refractory patients continuous regular administration of Baclofen has been seen to be more efficacious than singular bolus. Intrathecal baclofen therapy (ITB), after sub fascial implantation of intrathecal pumps, is used with satisfactory results in muscular spasticity control [5-6].

IDDS implantation is usually easy to manage and consists of two parts requiring two separate incisions. The pump is typically located in the abdomen; the depth of the pocket is typically 1.5-2.5 cm to allow for appropriate needle length during pump refills in the future.

After pump implantation the drug reservoir must be refilled periodically in order to maintain the reduction of spasticity and avoid the symptoms and signs of withdrawal that could compromise quality life; a screening test dose is done prior to implanting the pump via a radiography template. Anyway, refilling pump might be hard procedure in some patients mainly because the gain of weight that patient experience and the thick layer of abdominal fat, moreover, spasticity, suboptimal pump positioning, pump rotation or inversion and scar formation over the implantation site may worsen the operation. To avoid the difficulties of ITB refilling radiography or other invasive supportive examinations are often needed [9-11].

Aim of this study is to report our experience in the use of ultrasound in refilling the intrathecal pump of baclofene, describing some cases with post implantation complications and to suggest a possible clinical method to approach the use of ultrasound in refilling.

Patients and Methods
In our department we daily use US guidance to refill baclofen pump, during the last months of 2016 over 7 patients have been followed. In the majority of cases spasticity came from stroke injury; in two cases patients carry the consequences of major trauma with spinal injury. In all cases pump implantation or pump substitution was made in the last 5 years, between 2010 and 2015. The average age of patients was 57 years and average body mass index was 70 kg/m².

*Corresponding author: Caruso P, MD, Neurological Department, University of Trieste, Cattinara Hospital ASUITS, Strada di Fiume 447, Trieste, Italy, Tel: 3405026992; E-mail: paola.caruso1983@libero.it

Received November 19, 2017; Accepted December 04, 2017; Published December 11, 2017


Copyright: © 2017 Caruso P, et al. This is an open-access article distributed under the terms of the Creative Commons Attribution License, which permits unrestricted use, distribution, and reproduction in any medium, provided the original author and source are credited.
All cases had spasticity of cerebral origin and had oral Baclofen therapy for several years.

In all cases ultrasound machine (Toshiba Aplio XG) with a 10 MHz high-frequency linear array transducer was used to locate the reservoir fill port of the ITB ump. The surface of the intrathecal pump was identified by a well-defined hyperechoic line with acoustic shadowing deep to this line. The transducer was translated across the pump in 2 perpendicular planes in order to center the port on the ultrasound machines screen. The reservoir fill port was identified as a hypoechoic area, which is surrounded by the hyperechoic metallic pump. With a retracted pen we marked the site of the port of the pump. To detect the entrance of pump we used the ultrasound device firstly in vertical line over the pump and then following the horizontal line over the pump. When on the display we detected the clear and defined areas of membrane we signed the skin with two points for each line of the ultrasonic probe. After this, the area was cleaned with Betadine. Then the refill procedure was completed using the needle included in the kit (ITB: Medtronic-SynchroMed II, titanium, 87.5 mm × 25 mm, capacity 20 ml). After refill, ultrasounds were used to ensure that no subcutaneous or pump-pocket fluid was present.

In most of the cases the procedure is simple, repeatable and US finding totally match with the refilling template. In two “difficult cases” the method was useful also in avoiding long approach for refilling in terms of needle pain and radiological examination.

Two Cases presentation

The first case regards a 50 year old female with spastic quadriparesis as a consequence of a subarachnoid hemorrhage due to middle cerebral artery aneurysm rupture. Baclofen pump was implanted in 2010 because of a severe and painful spasticity with a good response. After all, patients gained several kilos and the pump was dislocated in deep stratifications and was quite mobile under the belly and during last year the ITB refill was progressively difficult and in some circumstances patient was necessary the execution of abdominal radiography for refilling. We used the ultrasound examination to identify the access port of her pump so as to avoid multiple needle punctures and the risk of infections. Patient was positioned seated with the wheelchair. With Doppler ultrasound ITB was easily detectable and was quite simple to identify the exact point of needle injection. This way was repeatable different times and we avoided the use of radiations.

The second case regards a 70 years old man with a painful spastic paraparesis due to a car incident. In this patient pump implantation had a good effect on spasticity but was complicated by infections and subsequent changes in pump position (pump felt more deeply in the abdomen pocket) so after couple of years a second implantation procedure was needed. After all patient had presented challenges during prior pump refill procedures mostly due a tight scar tissue and because of significant subcutaneous fat overlying the pump, seated position, with the necessity of previous multiple needle adjustments and radiological imaging support. In the last years ultrasound-guided technique was used with the guidance of the refill template to refill the pump (Figure 1).

Discussion

We describe the possible use of US in the management of intrathecal pump of baclofen as previously reported. In particular we described two intriguing cases with complicated refilling procedure. In both cases because of the deep and mobility of the pump and because of the presences of scars just over the membrane the US was useful.

Baclofen is found to be efficacious for treatment of the spasticity of spinal origin that is a common sequela of spinal cord injury and multiple sclerosis. Data from literature showed that the drug improved spasticity in almost 70-87% of patients [11,12].
The main adverse effects of oral baclofen administration are sedation or somnolence, excessive weakness, vertigo and psychological disturbances; with an incidence reported from 10% to 75%. The majority of adverse effects are transient and reversible. Intrathecal baclofen administration reduce the main adverse effect of the oral dosage and is indicated for use in patients with spasticity of spinal origin unresponsive to treatment with maximum doses of oral baclofen. The benefits of continuous intrathecal baclofen infusion are known and regard improvement in tone and spasms. The main risks of baclofen administration are symptoms related to overdose or withdrawal (seizures, psychic symptoms and hyperthermia). Both conditions may be related to error during refill and programming of the pump.

Refill frequency varies between 1 and 6 months. A kit provided by the pump manufacturer is used during the refill procedure which typically contains an access needle and a template. Usually the maneuver is quite simple, the template is placed on top of the skin overlying the pump, in order to consent the reservoir fill port detection (that usually is located in the center portion of the pump).

In the center of the port a silicone septum is detected and the needle is inserted through the skin and septum [13,14].

During time after pump implantation, changes in pump position, excess of subcutaneous tissues, patient movement, and pain increased the technical difficulty of the refill. Additional factors that may present refill challenges are deep pump pocket, scar tissue, seroma, pump movement within the pocket, in a high percentage of cases catheter complication are reported (like disconnections, migration, kinks, obstruction, development of fibrosis). For instance the migration of the pump into the peritoneal cavity or baclofen pump pocket infection have been previously described. Children appear to be at higher risk for complications than adults [15-17].

As a result, multiple unsuccessful attempts at accessing the reservoir fill port can be painful and increase the risk of infection, particularly when repeat skin puncture is required. Blind attempts to refill a pump in challenging cases may also result in subcutaneous injection or pocket fill, resulting in a potentially fatal baclofen withdrawal syndrome.

In these complicated patients the port may also be detected using radiological examination and ultrasound. Ultrasound guidance may allow for pump task visualization and successful port access in several complicated patients.

**Future Aspects**

The use of ultrasound guidance to facilitate pump refill seems to present an innovative technical challenges for refill procedures in order to prevent complications. Moreover the use of US may help also in a second phase of drug delivery and procedure monitoring, allowing physicians to early recognize any drug extravasation in the subcutaneous layer. In the same way, data from literature already have reported the use of ultrasounds in pediatric patients with ITB.

ITB pump is usually made of titanium and it reflects ultrasounds waves and appears as a highly echogenic outline, anyway the silicone septum is easily visualized as a hypoechoic rectangular structure. This contrast may allow to identify the pump port and may guide the refill procedure.

Fluoroscopy can also be helpful in identifying the position of pumps and abdominal radiographs can identify flipped pumps, but these are more expensive and not feasible at the bedside. Ultrasonography is easy to perform, can be performed at bed side, shows dynamic real time imaging, does not involve radiation exposure and potential cost benefits.

Ultrasounds consent also a real-time visualization of the needle traversing tissue and entering the pump port.

In our experience a real-time ultrasound-guided technique has been shown to be beneficial for those complicated patients in which pump refill is challenged (those who have lost a significant amount of weight and have redundant abdominal skin, those who have large pump pockets allowing the pump to easily shift from moment to moment with small movement by the patient, or finally, patients with severe spasticity causing abdominal or hip-girdle spasm during the procedure). We hope in the next future we could learn more and more new application for ultrasounds techniques due to low cost of exams and, in the same time, to its safety.

**Conclusion**

Physicians who provide ITB refilling need to be aware that these devices may suffer unheralded catastrophic malfunction that can lead to potentially lethal overdose administration or failure of refill in those complicated patients in which pump refill is challenged. In the last years different new applications for ultrasounds are emerging. In our opinion the use of Doppler ultrasounds in the study of muscles and nerves represent an emerging tool for the physicians. Ultrasound-guided technique may facilitate ITB refill in technically challenging cases. More experiencing data are needed to improve the technique.

**References**


